Abstract: This article presents design and testing of a microfluidic platform for immunoassay. The method is based on sandwiched ELISA, whereby the primary antibody is immobilized on nitrocelluose and, subsequently, magnetic beads are used as a label to detect the analyte. The chip takes approximately 2 h and 15 min to complete the assay. A Hall Effect sensor using 0.35-μm BioMEMS TSMC technology (Taiwan Semiconductor Manufacturing Company Bio-Micro-Electro-Mechanical Systems) was fabricated to sense the magnetic field from the beads. Furthermore, florescence detection and absorbance measurements from the chip demonstrate successful immunoassay on the chip. In addition, investigation also covers the Hall Effect simulations, mechanical modeling of the bead-protein complex, testing of the microfluidic platform with magnetic beads averaging 10 nm, and measurements with an inductor-based system.
Introduction
Microfluidic-based analyzers are currently receiving considerable attention in many clinical, diagnostic and pharmaceutical settings [1] . These systems have many potential advantages, including reduced reagent consumption, smaller analysis volumes, faster analysis time, higher levels of throughput and automation, and increased instrument portability [2] [3] [4] . These advantages provide highly efficient immunoassay platforms based on microfluidics. Most of the microfluidic technologies utilize closed channels permanently formed in glass, plastic or silicon, through which continuous flows of liquid are pumped by mechanical or electrokinetic means [2, 5] .
Among various solid-phase immunoassay formats in current use, the sandwich enzyme-linked immunoassay (ELISA) typically carried out in a polystyrene microtiter plates is superior to other types of heterogeneous solid-phase immunoassay with respect to sensitivity, specificity and kinetics [6, 7] . This is due to the selectivity of antibody-antigen complex reactions, the use of excess capture antibody and enzyme-antibody conjugate, and the chemical amplification with enzyme conjugates that allows the detection of very low concentrations of analytes [8, 9] . However, magnetic effect-based biomolecule detection is under rapid development due to its ability to detect single particles [10] [11] [12] . It has numerous advantages, such as its ease of use, portability, high sensitivity, and faster read-out technique [13] . Among the various kinds of magnetic effect-based biosensors are SQUID (superconducting quantum interference device), GMR (giant magneto resistor) [12, 14, 15] , resonant coils, Micro-Electro-Mechanical Systems (MEMS)-based micro-cantilever and Hall effect-based devices. Most of these mechanisms are well suited for solid-phase assay involving simple to complex circuits. SQUID sensors have high sensitivity and low noise but are not compact and the temperature requirements of the superconducting makes them infeasible for biosensor applications. Materials used to fabricate GMR are infrequently used in the electronics industry [16, 17] . Hall effect-based sensors, on the other hand, involve integrated circuit fabrication technology, analyte multiplexing and the capability of being fabricated as an array [9, 10] .
Previously magnetic beads have been used as immobilization surface for various components of complex biological reactions on microfluidic chips [18] [19] [20] [21] [22] ; however, their use as a label has been explored in many studies. Use of magnetic beads as a label for immunoassays is, indeed, better as it avoids reaction with various chemical tags, which further reduces the assay time and increases sensitivity of the measurement system. Here, we successfully demonstrate ELISA on the designed microfluidic platform and its capability to successfully perform magnetic particle-based immunoassay, whereby the magnetic particles act as a label. We also proposed integration of highly sensitive and customized Hall sensor to sense the magnetic field, which is directly proportional to the analyte in the measurement.
Experimental Section

Materials and Immunoassay Protocol
The main objective is to develop a chip that detects the level of obesity in humans. Adiponectin is a protein that is an indicator of increased fat metabolism in the bloodstream. When the body suffers from the complications of obesity (e.g., high risk of diabetes, high cholesterol, cardiac stroke, etc.), the concentration of adiponectin in the blood decreases. Therefore, the amount of adiponectin directly indicates the level of obesity. 4 μg/mL adiponectin polyclonal antibodies (bought from Abnova) are dispensed in PBS (phosphate buffered saline, 10 mM; pH 7) and are transported to the reaction chamber of the chip where they are immobilized on nitrocellulose. This is followed by the addition of blocking buffer (BSA, bovine serum albumin, 5% in PBS) to block the non-specific sites on nitrocellusoe. Subsequently, 1 μg/mL adiponectin suspended in PBS and 4 μg/mL of adiponectin monoclonal antibodies (bought from BioVision) are pumped to form an antibody-antigen-antibody sandwiched complex. Between each of the aforementioned steps, incubation for 30 min at room temperature (25 °C) and serial washing (using PBS) for 1 min are carried out. Finally, the presence of antigen (adiponectin) is identified by two methods, firstly using horseradish peroxidase (HRP), which gives a color change at a specific wavelength of light and, secondly, using polyclonal antibody-coated magnetic beads (10 nm average bought from Taiwan Advanced Nanotech Inc., Taoyuan, Taiwan), where its magnetic field is measured using inductor-based system and Hall sensor. The coating of magnetic beads was done by Taiwan Advanced Nanotech Inc. There is no active mixing of reagents involved. Every reagent transports independently from each reagent storage chamber and sequentially forms the whole bio-complex. Since the magnetic beads are coated with polyclonal antibodies it attaches to the secondary antibody of adiponectin. The integration of a secondary antibody with the coated antibody on the beads traps them and forms the bio-complex shown in Figure 1. 
Bio-Complex Mechanical Modeling
Magnetic beads coated with anti-antibody are attached to the protein sandwiched complex to form magnetic particle bio-complex structure (Ab-Ag-Ab-Bead complex). This superparamagnetic bead complex is sensed by the Hall effect sensor. Figure 1 shown below illustrates the biological complex modeled as a mechanical structure. Analysis for the von Mises stress and displacement of the complex from its central axis was done using COMSOL 3.5a. This was done to make sure that the Ab-Ag-Ab complex remains intact when the magnetic bead is added to it since the weight of magnetic bead is 10 5 times more than the Ab-Ag-Ab-Bead complex to be detected. At this moment, the fluid is not moving. The antibodies have been immobilized on the nitrocellulose deposited on the chip, which captures the antigen (adiponectin), and, subsequently, the secondary antibodies and magnetic beads gets attached and form the Ab-Ag-Ab-Bead complex. Therefore, it is modeled as a static system. Table 1 shows the weight and dimensions of each entity in the complex, which was taken into account for analysis. Magnetic properties of the beads were taken from Taiwan Advanced Nanotech beads data sheet. The generalized expression of the force experienced by a magnetic bead when placed in the magnetic field is shown by Equation (1). The bead experiences this force when it is becoming magnetized.
The above equation shows the magneto static force (F MAP ) on the magnetic bead when placed in a magnetic field as a function of its size (radius r 0 ), where K is the Clausius-Mossotti constant in terms of absolute (μ 0 ) and relative (μ) permeability of the magnetic bead material. "a" is the distance of the bead from the source of the magnetic field. H ext is the induced external magnetic field on the bead. Average spherical diameter of 10 nm
Fabrication of Microfluidic Platform
The design of the platform was made using AutoCAD-2010. Top view of the design is shown in Figure 2a . It has five reagent loading chambers (2-mm diameter), one reaction chamber (3-mm diameter), one washing reagent chamber (5-mm diameter) and one waste chamber (10-mm diameter).
A negative photo mask for the design was transferred on the SU-8 coated FR-4 wafer to form a mold which was transferred to poly-di-methyl-siloxane (PDMS). The formation of the mold starts with the washing of FR-4 wafer (printed circuit board) with acetone, methanol and distilled water. After the wafer was cleaned and dried by nitrogen gas, SU-8 was spin coated (Spin Coater: K3595D-1, Kyowariken) on the wafer for 30 s each at a speed of 500 rpm, 750 rpm and 1000 rpm. Then, the wafer was soft baked up to 7 h. The temperature was varied from 25 °C to 95 °C, using PID controlled heating oven (S.J. High Technology, Taipei City, Taiwan). Next, the wafer was exposed to ultraviolet light (UV-A365) and the mask was transferred using negative photolithography. This step was followed by baking from 25 °C to 65 °C. There was a rise of 1 °C for every minute and the wafer was baked for 30 min at 65 °C and held back for 40 min at 25 °C when the temperature is dropped from 65 °C. This process takes about 2 h. Finally using poly-glycol-methyl ether acetate (PGMEA) and 2-Propanol, a SU-8 mold was developed. At this stage, silicon elastomer A (Sylguard 184A), silicon elastomer B (Sylguard 184B) and silicon oil are mixed together in 10:1:1 ratio to form poly-di-methylsiloxane (PDMS). This solution was poured on the SU-8 mold and, after 2 h of soft baking, the PDMS structure of the design is ready. This PDMS structure was then plasma bonded using plasma cleaner (Harrick Plasma, Ithaca, NY, USA) on a glass slide coated with a nitrocellulose membrane at the position of the reaction chamber. Nitrocellulose films and glass slides were dipped in a mixture of diethyl ether and ethanol (20% in aq.) for 30 s, after which the film was placed at the desired location on the glass slide. It was then placed in 20% aq. solution of ethanol and left to dry overnight to harden. Figure 2b shows the final fabricated microfluidic platform. 
Hall Sensor Fabrication
The sensing platform designed using BioMEMS TSMC 0.35-μm technology has two parts: Hall sensor and induction coil. Figure 3 shows the layout of the design in Virtuoso on the Cadence environment. This is a 2P4M (2-poly 4-metal) process which involves passivation etching of the sensing area followed by RLS etch and gold deposition. A gold layer is used in this process to protect the underlying circuitry. In addition, the gold layer is also biocompatible and is inactive in liquid medium. The Hall sensing area is made up N-well, which has a thickness of 1.6 μm. The induction coils have a thickness of around 22.2 μm made from metal-2, meta-3 and meta-4 layers. The distance between induction coil and sensing area is 21.6 μm. The Hall's sensing area is 10 μm × 10 μm. The process steps of the fabrication are illustrated in Figure 4 . The Hall sensor is based on the principle that the presence of an out-of-plane magnetic field causes the current in a conductor to be deflected. The deflection of current in a conductor causes a potential difference to build across the conductor [10, 11] . The Hall voltage is given by Equation (2) .
In the above Equation (2), V H is the Hall's voltage, I b is the input current and B is the magnetic field perpendicular to the direction of current. k denotes the sensitivity (current) of the Hall's platform. k is mathematically defined in terms of n (doping concentration = 1.5 × 10 
/
K nqd =(3)
Results and Discussion
Designing the microfluidic platform involves following basic operations: pumping and transport of reagents to the reaction chamber; immobilization of antibodies, antigen and magnetic beads; and washing steps. First, the assay was confirmed by the secondary antibody conjugated to HRP whose activity was detected with a color-forming product. Then, the response from the magnetic beads was measured from the Hall effect sensor and inductor-based system. The Hall sensor is fabricated to measure a very small amount of the magnetic field from (in range of milli-Tesla) nano-sized superparamagnetic beads. The Hall sensor structure also involves an inductor coil above the Hall sensing surface. The function of this inductor coil is to polarize the superparamagnetic beads and to interact with magnetic field from the bead. The interaction between the field from the nano beads and the coil increases the net magnetic field over the Hall sensing area. This change in magnetic field over the Hall surface identifies the magnetic bead, which indeed confirms the presence of protein. The second system i.e., inductor-based system (fabrication is cost efficient) was also made to detect the magnetic field.
The results shown in Figures 5 and 6 confirm that the whole structure does not buckle. Folding of the proteins forms a cushioned structure, which is good enough to hold the magnetic bead, of weight 10 5 times heavier than the biological complex. Slight bending is observed in the complex. The main body of the magnetic bead is made up of polystyrene, which contains large number of magnetic nanoparticles. In magnetic particles of such a small size, all atomic magnetic moments are aligned, but the direction of this total magnetic moment can rotate freely under the influence of thermal fluctuations at room temperature [23] . To investigate the performance of the chip, the immunoassay was carried out as per the steps mentioned in the above protocol. HRP was added to the bio-complex and fluorescence was observed under spectrometer ( Figure 8 ). Red light (wavelength = 750 nm) was passed through the whole microfluidic device. On observing the image captured during spectrometric scan (Figure 8 ), we saw that the reaction was successfully completed at the reaction chamber. The wavelength of the fluorescent light at which maximum absorbance is observed from the reaction chamber is between 500-550 nm (Figure 8 ). At this wavelength, the fluorescence was observed using image analyses tool (image J), whereby the integrated fluorescence intensity (average n = 30) was observed around 55.7 a.u. These values were corrected by subtracting the background fluorescence to yield a corrected total fluorescence value of 47 a.u (Figure 9 ) (average for n =30 chips). Figure 10 shows a comparative data of fluorescence detection on the chip and its controls. The absorbance with the analyte (adiponectin) was observed to be 2.8 times higher (0.37) than the control with maximum absorbance. To evaluate the significance of the data, Tukey's multiple comparison test was performed. The test data revealed a significant difference between the immunoassay and its controls at significance level of 0.05 (p < 0.05). The mean difference between controls and immunoreaction was 0.236 to 0.288 in 95% confidence interval. Control reaction without the use HRP-linked antibody showed the least amount of absorbance value (0.08). However, a bit higher absorbance (0.11-0.13) was observed in other controls, owing to the fact that HRP-conjugated antibodies are much larger than other components of bio-complex and binds non-specifically to the nitrocellulose. 480  484  488  492  496  500  504  508  512  516  520  524  528  532  536  540  544  548  552  556  560  564  568  572  576  580 Fluroscence intensity
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Average fluroscent intenstity distribution of the nitrocellulose on the 30 chips. The intersity is measured at the center of reaction chamber Microfluidic chip Figure 9 . Average fluorescence values from the microfluidic chip. Figure 10 . Controls for ELISA using florescence detection (one-way ANOVA analysis; "*" denotes the significant result within p < 0.05).
The ELISA on-chip results were also compared to conventional ELSIA off-chip results, i.e., using a 96-well microtiter plate. Figure 11 shows comparative absorbance curves for different concentration of adiponectin. As the concentration of adiponectin increases, the absorbance levels also increase linearly. Higher absorbance was observed on microlfuidic chip. This is attributed to the fact that microfluidic structures provide large surface area for antibody immobilization; as a result, more antigens are captured. Therefore the performing ELISA on microfluidic structure was found to be more efficient as 10%-15% higher absorbance response was observed than the one performed on 96 well micro titer plate.
Magnetic particle immunoassay was done using secondary antibody-coated magnetic beads (10-nm average size bought Taiwan Advanced Nano Beads Pvt. Lmt., Taoyuan, Taiwan) which formed the bio-complex structure as shown in Figure 1 . First, the measurement of the magnetic field from the beads was done using a circuit consisting of differential pair of inductors. In Figure 12 , the system shows two inductors, measuring inductor and reference electrode, with the same open-circuit voltage. It also shows the microfluidic chip integrated with it, whereby the reaction chamber sits directly on the top of one of the inductors. The load that changes the voltage is in the form of a magnetic field from beads. The response is measured as a phase shift in the voltage of a measuring inductor.
We found that there was a difference in a time period of 4 ns without any magnetic beads placed over any of the inductors. Subsequently, we placed sets of 10, 20, 40, 50, 80, 100 μg/μL solution of magnetic beads on one inductor using a syringe pump. The solution consisted of magnetic beads coated with the antibody of adiponectin and the analyte with a concentration of 10 mM. The total volume of the solution was confined to 100 μL. A considerable amount of change in the phase of the signal from one of the inductors was seen. Figure 13 The final detection was done using a fabricated Hall sensor. The induction coil below the the Hall sensor is actuated with a current of 39.8 mA. This produces a magnetic field, which polarizes the magnetic beads. Since magnetic beads are composed of superparamagnetic particles, they retain a certain amount of magnetism as they experience magneto static force derived in Equation (1) . This changes the total magnetic field that is sensed by the Hall sensing area. Now the Hall sensor has an effect of two super positioned magnetic field, one from the induction coil and another from the bead. 
Conclusions
We successfully demonstrated immunoassay for adiponectin on a microfluidic chip. The chip shows capability of carrying magnetic particle-based immunoassay. The microfluidic platform was constructed using PDMS and nitrocellulose. The fabricated Hall sensor formed a major part of the magnetic particle detection system. The sensor was placed below the microfluidic channel where the immunoassay reaction takes place. We observed that the distance between the magnetic bead and Hall sensor is crucial in sensing the magnetic bead since the magnetic field varies inversely to the cube of distance between the sensor and the bead. In the near future, we intend to submit a complete report on Hall sensor detection of immunoassay. This study provides a point-of-care testing solution for the immunoassay.
